A nearly fatal tracheal obstruction resulting from a transtracheal oxygen catheter.
In a patient with a transtracheal oxygen catheter (ITO2C), a nearly fatal complication occurred due to the formation of a mucous plug on the tip, which almost totally obstructed the tracheal lumen. To our knowledge, this complication has not been reported before with the use of this type of transtracheal oxygen catheter.